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Abstract 


This thesis investigates the technical and economic feasibility of 
using robots as testbeds for inertial sensors in lieu of the current 
generation of unique, expensive, and relatively inflexible gyro and 
accelerometer test facilities. „ 

A FIMA 560 robot arm is used as the experimental testbed. The 
design and demonstration of three tests are described which illustrate 
the alignment, calibration, and resulting performance of the robot as a 
test device. Actual high precision inertial accelerometers and gyros 
were used to establish a performance baseline and to evaluate the 
robot’s test capabilities. 

v The robot was progranmed to act as a precision test servomechanism 
which was calibrated and aligned automatically using the high quality 
sensors. The robot was effective in providing quick-look results of 
error coefficient parameters for bias, scale factor, and elastic (g- 
squared) effects, but as expected could not provide inherently the 

precision required for very high quality sensor testing. v._ 

Testing was easily implementable and varied to suit individual 
applications, and this illustrated the value and potential for devising 
new tests which cannot be performed on existing precision test equip¬ 
ment. The problem of lack of precision was investigated using an 
advanced computer simulation. This simulation shows that there are 
serious limitation due to unmodeled noise and flexure of the robot arm, 
which is significant for the high precision required for inertial 
testing. The need for this precision does not have to be supplied by 

viii 










the robot, however, if sufficiently precise measurement tools (lasers) 
are used to establish reference position and attitudes. Economic 
analyses established that, given precision measurement capability, using 
a robot arm as a test mechanism is viable, cost effective, and a 
practical engineering test procedure. 







I. Introduction 


Specialized test facilities, such as the Central Inertial Guidance 
Test Facility (CICTF) at Holloman Air Force Base, New Mexico, sure 
responsible for the testing of high quality inertial rate sensors and 
accelerometers. Due to the large investment in resources, it is 
important that all sensors be free from major defects when scheduled for 
precision testing. Initial sensor checkout tests, for example, should 
not tie up unique and specialized test equipment which may cost millions 
of dollars (2). 

Although these expensive devices for testing inertial sensors have 
been very effective, due to their unique design they often lack the 
flexibility required to implement new test procedures. Moreover, there 
is little evidence of rapid innovation in designing and building new 
test fixtures with enhanced capabilities. These problems of cost, 
inflexibility, and lack of new capabilities are serious ones. A 
potential approach to addressing these problems comes from the rapidly 
developing engineering science of robotics, where cost is decreasing due 
to the exponential rise in the number of units being produced 
(increasing from 20,000 units in 1976 to 250,000 in 1984), and the 
digital capabilities being designed into robots have the potential to 
provide flexibility in systems tests and data acquisition (23). 

Finally, robotics is a highly innovative area fueled by vast research 
funding. It is probable that if the key difficulty of precision can be 
solved, the use of programmable robots for inertial testing should 
become a reality. 
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This thesis investigates the feasibility of robotics applications 
to inertial component testing by addressing three major areas: techni¬ 
cal feasibility, economic feasibility, and limitations. 

Technical feasibility is discussed in Chapte~ II where the design 
and implementation of three tests using a RMA 560 robot sum (30;31) are 
accomplished. The tests are a vertical-seeking test for robot arm 
alignment, an accelerometer fourpoint test, and a gyroscope step-tumble 
test. 

The PUMA 560 was suitable for the tests since it met the basic 
testing requirements: six degrees of freedom, greater than 360 degrees 
of rotation in the wrist area, repeatability of at least 0.008 inches, 
and off-line programming. 

The first demonstration is a method of locating local vertical 
using a high-precision accelerometer. Because of the robot’s maneuver¬ 
ability and input/output capability, it can be programmed to respond to 
outputs of an accelerometer and thus align a robot arm for check-out 
tests on sensors. There are other instruments available to aid in 
aligning the arm further for testing the precision accelerometers 
themselves (19). 

Standard static tests for determining the error coefficients of an 
accelerometer and a gyro follow. A standard fourpoint test for acceler¬ 
ometers (33) and a standard step-tumble test for rate gyros (12;34) are 
designed using the robot arm as the test device. 

Description of the robotic implementation of the tests and data 
analysis are included. The object of the demonstrations was to show the 














adaptability of the robot arm and the feasibility of programming and 
performing the standard tests. 

Finally in Chapter II robot performance criteria for supporting 
inertial sensor testing are developed. Current industrial robots which 
meet the criteria are located (29), and four are selected for study and 
comparison with three non-robotic precision test units. 

Chapter III contains an investigation of economic feasibility where 
simple life cycle costs for robots are defined and compared with the 
non-robotic units of Chapter II <15;1). 

Current robotics limitations are discussed in Chapter IV, and the 
attempt to solve the precision problem using computer simulations is 
illustrated by a case study. The robot simulator used is the Integrated 
Robotic System Simluation Program RQBSIM developed by Martin Marietta 
Denver for NASA Langley (13). 

Chapter V examines the potentials of robotics for precision 
sensing, cost reduction, and development and application of new test 
technologies. Recomaendations are made for further research and 
development of robotics applications to inertial sensor testing. 















II. Technical Feasibility 

The robot in itself is not a precision device relative to inertial 
sensor accuracies required for testing. These accuracies were investi¬ 
gated in this study to determine the feasibility of using a robot as a 
testbed. Three tests on a RJMA 560 robot arm were accomplished to 
illustrate this and to examine robot performance criteria for 
sensor/system laboratory testing. 

A HJMA 560 robot arm with a VAL II™ (Versatile Assembly Language) 
operating system was available for use in the research (30). A 
Systron-Donner 4841F high-precision accelerometer (0.0001 p-g rms error) 
and a Htmphrey Model RG51-0106-1 rate gyro were the test sensors. Arm 
motion programs in VAL II placed the sensors at the appropriate posi¬ 
tions and performed the rotations for the tests. 

As with any other test stand, a robot must be calibrated and 
aligned. To demonstrate the alignment of the robot arm with local 
vertical, a vertical-seeking test was designed, using the output of the 
high-precision accelerometer and the RMA 560’s operating system to 
accomplish the calibration. 

Next two standard inertial sensor laboratory tests were adapted to 
the robot testbed to determine the practicality of using a robot arm for 
static sensor testing and the robot performance criteria for the testbed 
application. A standard accelerometer fourpoint test was performed and 
the data analyzed to investigate the precision capabilities of the arm. 

A standard gyroscope step-tumble test was then implemented to demon¬ 
strate reconfiguration flexibility of the arm. 





To demonstrate calibration and alignment of the robot arm, a 
vertical-seeking test was performed. In this test the output of the 
Systron-Donner 484IF accelerometer to the robot operating system was 


used to direct the arm in locating local vertical. In an actual testing 
situation a high-precision accelerometer, a triad of accelerometers, a 
laser, or some other means could be used either to verify the robot's 
position or to position it if its own positioning system were limited. 
(Robot positioning accuracies are discussed in Chapter IV.) In this 
demonstration, however, a single accelerometer was used to locate local 
vertical. 

The direction of vertical could be determined by simply maximizing 
a single accelerometer reading and using a numerical algorithm to zero 
in on vertical. However, most practical applications are faced with 
limited numerical accuracy in reading an accelerometer; because of the 
non-linear nature of accelerometer reading accuracies, it is more 
accurate to find horizontal. The following sections discuss the use of 
a single accelerometer used in conjunction with the geometric configura¬ 
tion of the HJMA 560 robot to determine the direction of vertical. 

(This section is derived from work by the author and Drew A. Kamick.) 

Theory . A Systron-Donner 484IF accelerometer is available for 
implementation with a FUMA 560 robot manipulator in order to formulate 
the direction of gravity. The output of the accelerometer is a voltage 
between -10 and +10 volts that corresponds linearly to the accelerometer 
input of -1 to +1 g’s. Available to read the accelerometer is an analog 
to digital converter that transforms the input signal to an integer 





ranging in value from -2048 to 2047. The user reads the voltage by 
scaling this nunber. For example if the number read is 1000, the 
voltage is calculated as: 

V = 10 Volts x (1000/2047) =4.88 volts (2.1) 

However, the reading is of limited accuracy. Greater accuracy could be 
obtained using a 16-bit A-to-D converter, but one was not available for 
for this research. 

With the 12-bit converter, if the reading is positive the accuracy 
is: 

accuracy = ± 10/2047 = ± 0.004885 volts (2.2) 

This error in reading translates into significantly different 
measurement errors when determining the direction of gravity. An 
accelerometer reading is essentially: 

Acc. Reading = cos(8) x g (2.3) 

where g is the magnitude of the gravity vector (measured in volts) and 0 
is the angle between the accelerometer input axis and the gravity 
vector. 

If the accelerometer is used to determine vertical and is reading 
exactly 10 volts, the actual reading is in the range from 9.995 volts to 
10.005 volts. If it is assumed that the worst has occurred and that the 
actual reading is 9.995 volts, the angle between vertical and the 
accelerometer can be calculated as: 

8 = cos- 1 (reading/g) = cos*M9.995/10) 

= 1.81 degrees (2.4) 

If the same voltage error evaluated in Equation (2.4) occurs at 0 = 0, 


the reading is: 





0 = cos -1 (reading/g) = cos -1 (0.005/10) 

= 89.97 degrees (2.5) 

This translates into an error of only 0.03 degrees, more than an order 
of magnitude increase in performance! To achieve the same performance 
by finding vertical would require a large increase in voltage reading 
accuracy. Substituting 0.03 degrees into Equation (2.3) yields: 
accel. reading = cos(0.03) x 10 volts 

= 9.9999986 volts (2.6) 

The conclusion to be drawn is that when using an accelerometer to 
find the direction of gravity and faced with limited accuracy in 
accelerometer readings, it is more accurate to find the minimum of this 
acceleration by finding horizontal. However, one basic fact must not be 
overlooked: a single determination of vertical allows (with some error) 
the finding of vertical, while a single determination of horizontal only 
defines a vector that lies in a plane that is at an angle of 90 degrees 
from the gravity vector. A second distinct determination of horizontal 
is required to define this plane, thereby finding the direction of 
gravity. In addition to being distinct, to minimize a loss in numerical 
precision the second horizontal vector should be at an angle of 90 
degrees with the first horizontal vector. 

Implementation . The natural precision geometry of the PUMA 560 
manipulator (see Figure 2.1) supplies the proper configuration to 
determine vertical. Since horizontal is determined twice, it is 
desirable to obtain two determinations of vertical about perpendicular 
axes of rotation and implement this for joints with the largest degrees 
of rotational freedom. It is also desirable to minimize the actuator 




















vectors which define a plane perpendicular to the direction of vertical. 
The cross product of the these two vectors defines the direction of 
vertical; the tool is then oriented to point in the direction of 
vertical. 

The first horizontal vector is determined with the RMA 560 in the 
READY position, where the axis of rotation of Joint 5 is parallel to the 
World y-axis (the World Coordinate System is the base coordinate system 
indicated in Figure 2.1). It is assumed that the input axis of the 
accelerometer lies in the World x-z plane. This assumption allows the 
determination of the direction of the input axis of the accelerometer 
when it has been oriented in the direction of vertical by decomposition 
of the position of the tool. Decomposition of a point yields the 
following information: 

X Y Z O A T 

where X, Y, and Z define the position of the tool in World coordinates 
and O, A, and T are angles which define the orientation of the tool 
(Figure 2.2). The variable A defines the angles between the tool z-axis 
and the x-y plane. 

The tool z-axis is horizontal and lies along the unit vector 

Vi = cosAi *i + 0«j -f sinAi »k (2.7) 

which is defined in the World Coordinate System. 

The second horizontal vector is then determined by placing the 
rotational axis of Joint 5 parallel with the World x-axis. The tool 
axis is positioned horizontally by rotation about the Joint 5 axis; it 
is assumed that the accelerometer input axis lies in the World y-z 
plane. The tool z-axis then lies along the unit vector: 





V* = 0-i + cosAa *j ♦ sinA**k 


( 2 . 8 ) 


which is defined in the World Coordinate System. 

The cross product of the vectors Vi and V* (a vector oriented along 
vertical) can be defined as the determinant of the following matrix: 


V 3 


i j k 

••*Vi••• 
• •*Va•• • 


(2.9) 




Figure 2.2. Definition of Euler Angles 0, A, and T 

(Reference 31) 








Substituting for Equations (2.7) and (2.8) yields: 


V 3 


i j k 
cosAi 0 sinAi 
0 cos. ^ sinAj 


( 2 . 10 ) 


Vj = -cosAj*sinAi«i - cosAi *sinAa•j + cosAacosAi *k (2.11) 


This vector contains the information needed to position the tool 
z-axis along the calculated direction of vertical. An angle 0i is 
defined as the arctangent of the World x and y components of Equation 
( 2 . 11 ): 


6t 


tan 


■ 1 cosA i »8 .nAi 
cosAi *sinAi 


( 2 . 12 ) 


An angle 8a is defined as the angle between the world z component of 
Equation (2.11) and the World x-y plane: 


2 2 
_ _ -1 [ SORTf(cosA i »sinA i ) + (cosA i *sinA » ) ] 

~ [ cosAa*cosAi 


(2.13) 


Note that the sign of the numerator and denominator is important for 
uniquely defining an angle. The arctangent function in the VAL II 
programming language requires the input of the numerator and denominator 
separately. 

The angle 9i can be used to define the O angle in the world x-y 
plane while the 0a angle is used to define the A angle. The FUMA 560 is 
then oriented in this direction. 

Results . The algorithms previously discussed are implemented on 
the RMA 560 using the Unimate controller and VAL II programming 
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language. Appendix A contains a brief simmary of the safety aspect of 
operating the PUMA 560. Appendix B contains a listing and description 
of all programs; this section discusses only the outputs of these 
simulations. The simulation produced two points Vi and V 2 . These two 
points sire defined in Table 2.1. 


Table 2.1 


Position and Orientation of Points Vi and V* 



36.00 149.09 863.81 90.006 
149.09 36.03 863.97 -180.000 


* X, Y, and Z are in millimeters 
** O, A, and T are in degrees 


The cross product of these two vectors is defined as (see Equa¬ 
tions (2.9) and (2.10)): 


Vs = i j k 

cos(1.071) 0 sin(l.071) 

0 cos(.917) sin(. 917) 


V, = -0.0187•i - 0.0160-j + 0.9997-k 


(2.14 


(2.15 


The angles 8 i and 6 a are then calculated from Equations (2.12) and 


(2.13): 


61 = tan 


- 1 [ ^ 0 . 
I -o- 


-0.0160 

-0.0187 


220.55* 


„ , -1 f 0.0246 1 , 

8 a - tan q .9997 " lm 


(2.16 


(2.17 

















The PIMA 560 is then oriented according to these two angles. The 0i 
angle corresponds to the O angle discussed previously while the 0* angle 
corresponds to the A angle discussed previously. 

Since the Systron-Donner 484IF accelerometer is the most accurate 
instrument available, analysis is limited to that of a qualitative 
nature. First, visual inspection can ascertain whether the tool is 
orientated in the direction of vertical. Visual inspection of the 
orientation of the tool did indicate that the vertical-seeking algorithm 
found vertical. 

Secondly, one would expect the z axis of the World Coordinate 
System to be roughly aligned with vertical; therefore, the cross product 
of the two vectors situated in the horizontal plane results in a vector 
that has its major component along the World z axis. Equation (2.15) 
clearly shows that this is the case. 

The theory and analysis presented here have presimed no robot joint 
positioning errors. There are, however, small accumulated errors via 
quantization of robot movement and calculations by the robot arm 
controller (30). No attempt was made to include these errors in the 
vertical-seeking algorithm. The algorithm did, however, locate vertical 
more precisely than could be done by simply placing the arm in the 
"ready" position, or by using a single accelerometer output 
determination. 

Suninary 

The development and implementation of an algorithm to align and 
calibrate the robot arm for use as a testbed has been discussed in this 
section. A precision accelerometer and the robot’s controller system 

























Accelerometer Fourpoint Test 

Hie object of the fourpoint test was to investigate the degree of 
testing precision achievable with the PUMA 560 Robot Arm. A series of 
fourpoint tests was performed on the Systron-Donner 4841F accelerometer. 
The accelerometer output was analyzed by calculating and determining the 
stability of the accelerometer scale factor, 1 -g bias, null bias, and 
misalignment angle. 

Theory . The complete performance-model equation for an 
accelerometer is in Appendix C. When an accelerometer is rotated about 
its output axis, the accelerations about that axis become zero, reducing 
the model to (32:C-4): 

Ai d d — E/Ki - Ko + a, + K 2 a, 2 4 - Kaa, 2 + 60 ap + Kppap 2 

+ Kpppap 3 (2.18) 

where 

a* = Acceleration component along input axis (g) 
ap = Acceleration component along pendulous axis (g) 

E = Accelerometer output (output units) 

Ai gd- Indicated acceleration (g) 

Ko = Bias (g) 

Ki = Scale factor (output units/g) 

Ka = Second order non-linearity coefficient (g/g 2 ) 

Ka = Third order non-linearity coefficient (g/g 2 ) 

60 = Input axis misalignment about output axis (radians) 

Kpp = Second-order cross axis coefficient (g/g 2 ) 


Kppp = Third-order cross axis coefficient (g/g 2 ). 













The performance-model equation at the four positions of 90*, 270*, 


0*, and 180* becomes (32:C-4): 

a. At the 90° position, at = +lg and a? = Og, so 

E(90°) = (Ko+l+Ka+Ka )Ki . (2.19) 

b. At the 270° position, a, = -lg and ap = Og, so 

E(270° ) = (Ko-l+Ka-Ks )Ki . (2.20) 

c. At the 0° position, a, = Og and ap = + lg, so 

E(0°) = (Ko+6o+Kpp+Kppp)Ki . (2.21) 

d. At the 180° position, ai = Og and ap = -lg, so 

E( 180° ) = (Ko-8o+Kpp-Kppp)Ki . (2.22) 

The +lg (90*) and -lg (270*) positions of the accelerometer are 
then used to determine the lg bias (t*k ) and the two-point scale factor 
(Mi). The null positions (0* and 180*) yield the accelerometer null 
bias (No) and misalignment error ( 6 0 ) (33:A-3). These characteristics 
are calculated using the following relationships: 


Mi = Kt (1 + K* ) 

= j[E(90*) - E(270*)] 

(output units/g) 

(2.23) 

Mo-Ko+Kj- 

{[E(90*) + E(270* )] 10«}/2Mi 

(pg) 

(2.24) 

No = Ko + Kpp = 

{ [E(0* ) + E(180* )] 10*}/2Mi 

(pg) 

(2.25) 

6o ’ = 6o + Kp p p 

= {[E(0*> - E(180*) ] (2.06 x 

10»))/2Mi 

(2.26) 


(arcsec). 

Experiment Setup and Methodology . 

Hardware . The Systron-Donner 484IF accelerometer is a conven¬ 
tional single-axis, pendulous, fluid floated, torque rebalance accelero¬ 
meter, with an analog output in volts direct current (VDC) proportional 
to the applied acceleration. Input voltages of +15 VDC and -15 VDC were 
supplied by two Datel Voltage Calibrators, Model DCV8500. A 6.8 kS 






precision resistor was used to scale the output to 1 volt/g. The output 
was measured by a Dana Digital Multimeter Model 5900. 

Procedure . For the series of fourpoint tests, the 
accelerometer was secured to an aluninun mount which was screwed on to 
the robot tool flange (see Figure 2.1). The robot arm was aligned 
parallel to local gravity. The pendulous axis (PA) of the accelerometer 
was aligned parallel to the Y-axis of the tool flange (see Figure 2.3) 
and its input axis (LA) perpendicular to the Y-axis of the tool flange. 
The robot wrist joint was rotated 90‘, followed by a 90" rotation of 
Joint 5, in order to position the accelerometer IA up and parallel to 
local vertical. 



Figure 2.3. Tool Coordinate Frame of the RMA 560 
















The flange was then rotated in the following pattern (33:A-3): 

a. Initial position at 90* (IA up) 

b. Rotate clockwise (CW) to 270’ (IA down) 

c. Rotate counterclockwise (CCW) to 180* (IA horizontal-null) 

d. Rotate CW to 0* (IA horizontal null) 

e. Return to 90 *. 

Twenty fourpoint tests were performed with the robot pausing for 15 
seconds at each position. The test engineer read and recorded the 
voltage manually. 

Software Development ■ The software was designed to rotate the 
accelerometer to the four positions as previously discussed and allow 
sufficient time to read the accelerometer output voltage at those 
positions. 

This was accomplished by inputting the motion conmands with the VAL 
II operating system. The accelerometer was rotated to the four posi¬ 
tions by using the DRIVE command to rotate Joint 6 (the flange) the 
appropriate number of degrees. 

The program is a simple main program with a DO loop implemented to 
command a user-defined number of fourpoint tests to be run per test 
session and remain a user-defined time at each position. The DELAY 
subprogram allows the time in position to be varied according to user 
choice. The POUR (fourpoint) and DELAY programs and listing of an 
execution of the program sure in Appendix C. 

Results . The results of the fourpoint test are summarized in the 
following table. Although the performance characteristic values are 
larger than those derived from fourpoint tests of similar instruments 
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(see Table 2.3 from 33:27-28), the standard deviations and peak-to-peak 
spread are comparable. The laboratory environment for this research was 
much less controlled than that of a test facility such as CIGTF; noise 
sources from the laboratory and perhaps from the robot arm itself, and 
lack of temperature control contributed to the magnitude of the coeffi¬ 
cients. However, the stability of the outputs is an indication of the 
positioning repeatability of the robot arm. 

The goal of the fourpoint tests was to investigate degree of 
testing precision achievable with the PUMA 560 Robot Arm. The data 
showed that positioning precision can be achieved. This demonstrates 
that the robot ia certainly a viable testbed for performing initial 
performance checks on a high-accuracy sensor, and perhaps the evaluation 
tests as well on lower-accuracy instruments. A more controlled test 
environment and an evaluation of the noise characteristics of the robot 
arm are necessary to completely determine its potential for evaluation 
tests of high-accuracy sensors. 


Table 2.2 

Accelerometer Performance Characteristics 
from Fourpoint Tests on Robot Arm 


Scale Factor 1-g Bias Null Bias Misalignment 
(volts/g) (pg) (pg) Angle (arcsec) 


Mean 

Standard 

Deviation 


1.018805 


29.45 ppm 


Peak-to-peak 0.000115 
Variation 
















Table 2.3 


Sample Accelerometer Performance Characteristics 
from Fourpoint Tests on Vertical Table 
(Reference 33:27) 


Scale Factor 1-g Bias Null Bias Misalignment 
(volts/g) (pg) (pg) Angle (arcsec) 


Mean 

0.024934 

184.5 

148.4 

-30.6 

Standard 

Deviation 

40 ppm 

45.8 

36.4 

7.5 

*Peak-to-peak 

Variation 

471 ppm 

471 

244 

58 

♦Over 39 days. 

No data available 

for a s 

3ingle day's 

testing. 


20 











The purpose of the gyroscope (gyro) step-tunble test was to demon¬ 
strate the maneuverability of a robot arm and the ease of reconfiguring 
the robot for different tests. For the step-tunble test the robot must 
be positioned to align the gyro’s output axis parallel to the earth’s 
rotational axis pointing north and then pointing south. The output of 
the gyro in these orientations is used to calculate the gyro drift 
characteristics. 

Theory . The assumed performance model for a single degree of 
freedom (SDOF) gyro is: 

St Gi = Dp + Di ai + Do ao +Dsas + Di i ai 2 + Ds s as 2 

+ Di oSi ao + Di sai as + Dosaoas + wi (2.27) 

where 

i = current flow through the torque generator (ma) 

Sto = sensitivity of the torque generator (deg/hr/ma) 

ai = acceleration along the gyro IA (g) 

ao = acceleration along the gyro GA (g) 

as = acceleration along the gyro SA (g) 

Dr = gyro drift which is insensitive to acceleration (deg/hr) 

Di ai = gyro drift (deg/hr) attributable to acceleration along 
the IA, where Di (deg/hr/g) is a drift coefficient 

Doao = gyro drift (deg/hr) attributable to acceleration along 
the OA, where Do (deg/hr/g) is a drift coefficient 

Dsas = gyro drift (deg/hr) attributable to acceleration along 
the SA, where Ds (deg/hr/g) is a drift coefficient 

Di i ai 2 = gyro drift (deg/hr) attributable to the square of 

acceleration along the IA, where Di t (deg/hr/g*) is a 
drift coefficient 





Dos as* = gyro drift (deg/hr) attributable to the square of 

acceleration along the SA, where Dss (deg/hr/g a ) is a 
drift coefficient 

Dioaiao = gyro drift (deg/hr) attributable to the product of 

acceleration along the IA and OA, where Dio (deg/hr/g*) 
is a drift coefficient 

Disaias = gyro drift (deg/hr) attributable to the product of 

acceleration along the IA and SA, where Di s (deg/hr/g*) 
is a drift coefficient 

Dosaoas = gyro drift (deg/hr) attributable to the product of 

acceleration along the OA and SA, where Dos (deg/hr/g*) 
is a drift coefficient 

wi = angular velocity, in inertial space, of the gyro case 

about the IA (deg/hr) 

g = local acceleration of gravity, defined positive upward 

(cm/sec*> 

The magnitude of the variable quantities (ai , a s *, ao, a s , etc.) in 
the assumed performance model are dependent on gyro orientation relative 
to the local gravity vector and any other applied accelerations (12). 

In order to calculate the drift coefficients, the voltage output of 
the gyro is first least squares fit to the model: 

Voltage Output = Co + CisinAxA + Cj cosAt a 

+ Cjsin2ATA + C«cos2Ata (2.28) 

where 

Q = Fourier coefficients 

Ata = table (robot flange) angle. 

The Fourier coefficients derived from the Step-Tunble test fit are then 
used to calculate the coefficients of the gyro performance model 
according to the following table (34:411). The subscripts "N" and "S" 
of the Fourier coefficients indicate north and south orientations, and 
Al represents local Latitude Angle. 










Table 2.4 


Relationship of Gyro Drift Coefficients 
to Fourier Coefficients of OA|EA Tunble Test Data 

Fourier Coefficients 
Con + Cos 
2 


Di 

Cl N + Cl S 


2 cos Al 

D s 

Ca s - Cj N 


2 cos Al 

Do 

Co n - Co S 


2 sin Al 

Dis 

2Cj n 


cos 2 Al 

Du 

- C 4 


COS 2 Al 

Dss 

Co 


cos 2 Al 

Di o 

Cl s - Cl N 


sin 2 Al 

Dos 

Ca n ♦ Ca s 


sin 2 Al 



For derivation of the above table, see Reference 34, pages 374-412. 


Setup and Methodology . 


Hardware. The hardware for this test is summarized in Table 







Table 2.5 


Hardware Used to Conduct Gyro Testing 


Gyroscope: Humphrey Model RG51-0106-1 
SDOF Gyro 

Robot Ann: PIMA 560 

Unimate Controller 
Z-100 PC used as a Smart 
Terminal 

Power 

Supplies: 28 VDC, Sorensen Nobatron 
DCR60-13 

3 VDC, Datel Voltage 
Calibrator, Model DCV 8500 

Other: Dana Digital Multimeter 

Model 5900 
Cables 


The gyro used for the experiment was a Humphrey Model RG51-0106-1, 
a conventional single-degree-of-freedom (SDOF) torque-rebalanced rate 
gyroscope. The PUMA 560 Robot Arm was used as the test platform. The 
gyro was powered by a 28-volt DC power supply. A separate reference 
voltage of 3 volts was applied. Output from the gyro was directed to 
the digital multimeter and read and recorded by the test engineer. 

Procedure . The gyro was mounted to a metal support base which 
was in turn attached to the robot flange. The step-tumble test required 
the following gyro orientations to separate the drift coefficients for 
the gyro: 

(1) Gyro OA parallel to the earth’s spin axis (EA) pointing north, 
IA pointing west at the start of the rotations (OA [ + EA) 

(2) OA parallel to EA pointing south, IA pointing west at the 
start of the rotations (OA | - EA) 

To align the gyro with the EA it was first necessary to determine 











the relationship between the RJMA World Coordinate System (WCS) and the 
EA. To find the WCS relative to EA it was necessary to know the 
latitude of the robot and the direction of True North with respect to 
the robot. This information was readily available for the test site and 
was used to determine the proper robot joint angles to align the gyro QA 
with the EA. 

Once the OA and IA were properly aligned, the gyro was stepped 
through 360 degrees of rotation by rotating the flange 360 degrees 
clockwise (cw) followed by 360 degrees counterclockwise (ecu). At each 
45-degree increment the robot paused 10 seconds to allow the engineer 
time to read and record the output. One cw and ccw rotation of the 
flange for each orientation constituted one set of data for each step- 
tumble test. Eight sets of data were collected with OA south and eight 
with OA north (a total of 128 points in each direction). 

Software Development . The software was written for the 
robot's VAL II operating system which was accessed through a Zenith 100 
(Z-100) running communication software to act as a smart terminal. The 
programs, written in the VAL II language, positioned the robot arm for 
each of the required gyro orientations and rotations. The software 
listings are in Appendix D. 

Results . The statistical package BMDP was used to perform the 
least squares fit of the output voltage to the model of Equation 2.28. 
The Fourier coefficients obtained from this fit are listed in Table D.l 
of Appendix D. Table 2.5 sunnarizes the drift coefficients (and their 
standard error) of the performance model equation. 



















Table 2.6 


Performance Model Equation 
Coefficients 


•ift 

‘icient 

Calculated 

Value 

Standard 

Error 

Df 

1.49999 

0.00188 

Di 

0.00249 

0.00031 

Da 

0.07619 

0.00031 

Do 

0.00188 

0.00295 

Di s 

0.00117 

0.00035 

Dii 

0.00107 

0.00035 

Das 

0.00107 

0.00035 

Do i 

0.00389 

0.00036 

Doa 

0.00120 

0.00036 


Since the duration of the tests was approximately three hours and the 
gyro's output axis was aligned with the earth’s rotational axis, error 
sources did not include earth rate. All drift coefficients except Do 
were significant. From previous rate-table tests Df was determined to 
be 1.5 volts. Except for Df, there was no test data with which to 
compare the drift coefficients. However, the coefficients are reason¬ 
able, and as with the accelerometer fourpoint tests indicated the 
feasibility of using the robot arm for testing inertial sensors. 

The main purpose of the gyro test was to demonstrate the robot 
arm’s ease of reconfigurability and its maneuverability and therefore 
its usefulness as a multi-purpose testbed. This was clearly 
demonstrated by the gyro step-tumble tests. 







Robot Performance Criteria 

A final important aspect of determining technical feasibility is to 
answer the questions: 

(1) What are the robot performance criteria for inertial 
sensor/system testing? 

(2) Which of today’s robots meet those criteria? 

Determination of Performance Criteria . All the criteria for 

selecting a robot for industrial applications are fully described in the 
robotics literature (10:214-301; 17:263-272; 22). In this thesis we 
will address only the criteria pertinent to inertial sensor/system 
testing. The term "system" here refers to the inertial measurement unit 
(IMU), not a complete inertial guidance system. 

Load Requirement . Today’s inertial sensors weigh five to ten 
pounds, and IMLT’s weigh up to twenty-five pounds (8). The weight of the 
sensor/system plus its mount or gripper determined the robot load 
requirement for this research. 

Drive Method and Number of Axes . The class of robots 
considered was electric motor driven manipulators with six degrees of 
freedom. Electric motor drives were selected because they are the most 
accurate over the load requirement range (10:109-111). While six 
degrees of freedom reduces stiffness with some resultant loss of 
accuracy, it allows a greater variety of configurations. This makes the 
robot adaptable to a wider range of test situations and allows for the 
development of new types of tests not possible on existing test 


equipment. 
















Axis Rotation . The static gyro and accelerometer tests 
demonstrated the need for at least one joint to rotate 360 degrees or 
more. This capability is most frequently available at the robot wrist 
(the RMA 560 flange, for example, was a part of the wrist assembly). 
Other joint rotations are important also, as in the gyro step-tunble 
test. Thus wrist pitch, roll, or yaw of 360 degrees or more is 
required, and maximun rotation of the other three joints should be at 
least 180 degrees. 

Robot Task Programning . Robot tasks in industrial applica¬ 
tions are frequently programmed by manual or lead-through teaching 
methods. With these methods the robot or a robot simulator is manually 
directed to each point of the task and the location of the points 
recorded to build the task program (17?10—216, 266-271). However, this 
is not practical for the inertial sensors/systems application. The 
robot must respond more to algorithmic eonmnnds than to the repetition 
of specified point locations, especially in dynamic tests. Off-line 
programning using either robot programming languages or standard 
languages provides instructions to move the manipulator, read sensors, 
send output signals, and many other instructions essential to 
sensor/system testing (17: 216). Off-line programming also permits the 
development of several programs at once. Therefore off-line programming 
capability is essential. 

Positioning Accuracy . Positioning accuracy is another 
characteristic to consider in robot selection. Positioning accuracy is 
defined as "the difference between the position desired and the position 
actually achieved" (10:76). Repeatability is a statistical term associ- 









ated with accuracy. It is a measure of the difference between success¬ 
ive movements to the same commanded position (10:76). Since the 
accuracy depends upon the particular load that the gripper carries, most 
robot manufacturers provide a numerical value for repeatability rather 
than accuracy (17:19). The requirement for inertial sensor/system 
testing is to achieve the greatest positioning accuracy and repeatabil¬ 
ity possible. For today’s robots that means a repeatability of 0.010 
inches or less. (Accuracy issues are discussed further in Chapter IV.) 

Other Criteria . Variable acceleration and/or deceleration 
capability is an asset, and in fact a requirement for some dynamic 
testing. 

The robot mount is a final consideration. Robot manipulators may 
be mounted to the floor, the wall, or overhead (gantry). In general the 
author believes that the floor mount is most desirable. Floor "mounted " 
robots can be moved from one location to smother fairly easily for *he 
situation in which they are being used as a quick-look" test stand at 
different test stations. A floor mounted robot is more stable and less 
susceptible to positioning errors caused by joint and link flexures than 
a wall mount, and does not require the elaborate installation structure 
of a gantry model. 

Identification of Suitable Robots ■ A listing of prospective robots 
containing their physical characteristics and estimated base prices was 
obtained (29) using a commercial computer package called Robot Search 
Program" (Robot Analysis Associates, Inc.). Because this listing was 
compiled in the early stages of determining robot requirements for 





















inertial sensors testing, the criteria used were more general than those 
of the discussion above. 


Therefore, the first step in identifying those robots suitable for 
inertial testing was to enter their performance characteristics in an 
electronic spreadsheet (Lotus 1-2-3). Repeated application of the 
"Sort" and "Query" functions of Lotus were then used to highlight the 
manipulators with the maximum performance capabilities (9:435-448). 

This resulted in a field that met the criteria listed in the previous 
section. (An excellent summary of spreadsheets and discussion of their 
uses in other aspects of engineering can be found in Reference 20.) 

The field of prospective robots was finally narrowed to the follow¬ 
ing for purposes of comparison with non-robotic units (8;2) and economic 
analysis: 


Naee 

Mount 


Max 

Rotation 

Other 

Joint 

Max Load 

Accuracy 

at 

Variable 





(Wrist) 

Rot 


(lbs) 

(ins) 

(ips) 

Accel/Dec 

A’eatix AID-900 

Floor 

R 


HO 

P315 

Wrist 

66 

0.008 

30 

Y 

Yaskana V-12 

F/O/W 

P 


360 

YR330 

Wrist 

26 

0.008 

80 

Y 

Cirwi Mil T3-646 

Floor 

R 


900 

PY238 

Wrist 

50 

0.010 

25 

N/A 

PUMA 560 

Floor 

R 


532 

P200 

Wrist 

5.5 

0.004 

20 
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Ham 

Mount 


Max 

Rotation 

Other 

Joint 

Max Load 

Accuracy 

at 

Variabli 






Rot 


(lbs) 

(arcsec 

(ips) 

Accel/Di 









per axis) 



Vertical Table 

Floor 

Continuous 



50 

(1 


N 

2-axis Contraves Floor 

Continuous 



75 

1 


N 

3-axis Contraves Floor 

Continuous 



100 

♦3 


N 


♦Difference in accuracy due to different type of 
bearings, not nueber of axes 
♦♦Estimated cost of nee 3-axis table 


Figure 2.4. Spreadsheet of Robotic and 
Non-Robotic Testing Units 















The final choices from the spreadsheet analysis are the first three 
on the list. The PUMA 560 is included because it was the robot used in 
this research; it was not selected by the Robot Search Program because 
of its maximini load of only 5.5 pounds. 

The non-robotic tables have the advantage of continuous rotation 
and accuracies in the arcseconds range. However, the load capabilities 
are comparable, including the 100-pound load. For example, in addition 
to the robots listed above, the Cincinnati Milacron T3-776 meets the 
rotational and accuracy requirements while carrying a load of 150 
pounds. The robotic testbeds, however, are more versatile and less 
expensive and have other potentials which are discussed in Chapter 5. 

Srnn»r-y 

In this chapter we have investigated the technical feasibility of 
using robots as testbeds for inertial sensors. The accelerometer and 
gyro tests showed the versatility of a robot arm and that the arm offers 
sufficient precision for at least quick-look tests and quite possibly 
for precision characterization tests. Present-day industrial robots 
were located which meet the performance criteria for inertial sensor 
testing. In stannary, robots are technically feasible testbeds for 
inertial sensors (or IMU’s). In the next chapter the issue of economic 
feasibility is addressed. 





















III. Economic Feasibility 


Once technical feasibility has been established, the next important 
question is, "Is the proposal economically feasible?" Ibis chapter 
assesses economic feasibility by performing a life cycle costing 
analysis for both the robotic and non-robotic testing units. 

Economic Analysis Criteria 

A vertical table, and 2-axis Contraves table, and a 3-axis Contra- 
ves table are the non-robotic testing units. Table 3.1 shows the 
performance selection criteria of the four robots, the performance 
characteristics of the testing tables, and base prices for all units. 


Table 3.1 

Performance Characteristics and Base 
Prices of Robotic and Non-robotic Testing Units 


Naae 

Mount 


Max 

Rotation 

Other 

Joint 

Max Load 

Accuracy 

at 

Variable 

Base 





(Wrist) 

Rot 


(lbs) 

(ins) 

bps) 

Accel/Dec 

Price 

A’aatix AID-900 

Floor 

R 


440 

P315 

Wrist 

66 

0.008 

30 

Y 

50000 

Yaskana V-12 

F/O/W 

P 


360 

YR330 

Wrist 

26 

0.008 

80 

Y 

69600 

Cirm Mil T3-646 

Floor 

R 


900 

PY238 

Wrist 

50 

0.010 

25 

N/A 

70000 

PUMA 360 

Floor 

R 


332 

P200 

Wrist 

5.5 

0.004 

20 

N 

80000 

Maw 

Mount 


Max 

Rotation 

Other 

Joint 

Max Load 

Accuracy 

at 

Variable 

Base 






Rot 


(lbs) 

(arcsec 
per axis) 

(ips) 

Accel/Dec 

Price 

Vertical Table 

Floor 

Continuous 



50 

(1 


N 

150000 

2-axis Contraves Floor 

Continuous 



75 

1 


N 

500000 

3-axis Contraves Floor 

Continuous 



100 

♦3 


N « 3000000 


♦Difference in accuracy due to different type of 
bearings, not nuaber of axes 
♦♦estimated cost of new 3-axis table 













Estimated robot prices, even base prices, varied widely. Test 
table costs were obtained from the Central Inertial Guidance Test 
Facility (CIGTF), Holloman Air Force Base, New Mexico (8;2). 

Life Cycle Costing 

Life Span Costs . Life Cycle Costing (LCC) defines "life span" as 
the time to replacement or major modification (mechanical or elec¬ 
tronic) . Even though major mechanical modifications may occur only 
every ten years or so, advances in electronics determine a life span of 
three to five years for robotic and non-robotic testing units alike 
(1:20; 2). Therefore, a life span of five years was chosen for the 
analysis. 

Once the life span is determined, three specific costs must be 
analyzed (15:66-67): 

(1) Research and developments costs 

(2) Investment costs 

(3) Operational costs. 

The variation of the costs must be estimated for each year of the unit’s 
life. The costs are totaled for each year and then sunned to calculate 
the LCC via the equation: 

N _Rj _ 

ICC = E (1+r)' (3.1) 

i=l 

LCC = Life Cycle Cost 

Ri = Yearly Costs (R A D + Investment + Operational) 
i = Year number 

r = Interest rate (10% assumed). 


where 










Lotus 1-2-3 automatically calculated the LCC. Formulas were 


entered into the spreadsheet cells, which facilitated rapid and effi¬ 
cient economic analysis without writing any computer programs. More 
detailed LCC determination can include calculating cost ranges for each 
item, assigning probabilities to the estimates, and thus including 
random variables, which does require some programming. The results can 
then be compared via a spreadsheet analysis. 

Research and Development Costs . Research and development (R &. D) 
costs are defined as "the resources required to develop the new cape, 
bility to the point where it can be introduced into the operational 
inventory at some desired level of reliability" (15:66). The economic 
study is for the development of a prototype robotic test station, and 
thus the R 4 D costs are greater than they would be for a previously 
developed robotic test station. R & D estimates included in the study 
were: 

- Investigation of which "standard" tests can be performed on a 
robot arm 

- Research to determine which robot best suits the application 

- Development of software for tests 

- Installation of precision measuring device, such as lasers (or 
adaptation of lasers presently used in robotics (19)) 

- Development of new "non-standard" tests using the full robotics 
capabilities: 

(1) Theory 

(2) Software 

(3) Testing and comparison with results of standard tests. 
































Based on the equivalence of one man-year of work plus computer time, the 
first year’s R A D cost was estimated to be $40,000, 15% for year 2, 5% 
for year 3, and 1% for each of years 4 and 5. The continuing R It D 
costs were for ongoing development of new tests and study of the 
applicability of new robots on the market. 

RAD costs for the vertical and 2-axis tables were 15% of the 
robot costs for the first year, to account for changes in electronics 
which could be introduced. However, the new 3-axis table being devel¬ 
oped was treated the same as a prototype robot for the first 3 years, 
using the same RAD percentages. 

Investment Costs . Investment costs are one-time outlays required 
to introduce some capability into the operational inventory (15:66). 
Investment estimates were adapted from manufacturing applications (1) as 
follow: 

1. Base price. For this study the base price included the robot 

arm, controller, and teach pendant. 

2. Support costs—15% of the base price. 

- Additional disks 

- Interface with existing data acquisition hardware and 
software 

- Installation 

(1) Mounts 

(2) Safety arrangements 

3. "Soft" costs—25% of the base price. 

- Training of personnel 


(1) Hardware 






(2) Software 
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- Progranming/SyB terns analysis 

- Integrated data acquisition system documentation 

Table 3.2 

Examples of Life Cycle Costing Worksheet 


Cirun Nil T3-646 

Year 1 

Year 2 

Year 3 

Year 4 

Year 5 

RID 

40000 

6000 

2000 

2000 

2000 

Investment 

0 

96000 

9600 

0 

0 

Operating 

0 

19600 

19600 

9600 

24500 

Total* 

40000 

123600 

31400 

11600 

26500 

ICC 

36364 

102149 

23S91 

6060 

16454 

Vertical Table 

Year 1 

Year 2 

Year 3 

Year 4 

Year 5 

RID 

6000 

0 

0 

0 

0 

Investment 

0 

177000 

17700 

0 

0 

Operating 

0 

17000 

10000 

10000 

17000 

Totals 

6000 

194000 

27700 

10000 

17000 

LCC 

54S5 

160331 

20611 

6630 

10556 


Investment costs were spread over a two-year period, with 100% of the 
Initial Total Cost (Table 3.2) in year 2 and an additional 10% for 
unaccounted-for costs in year 3. Investment cost aJlocation was the 
same for robots and testing tables. 

Operating Costs . Operating costs, the "recurring outlays required 
year by year to operate and maintain the capability in service over a 
period of years," (15:67) included: 

- Maintenance 

(1) Parts replacement 













(2) General upkeep of arm (periodic oiling of joints, 
calibration, etc.) 

- Periodic personnel training. 

For the robots, years 2 and 3 were estimated at 2OX of the total 
investment cost, year 4 was 10X of the total, and year 5 included 
periodic retraining costs and was estimated at 25X of the total 
investment cost. 

More specific figures are available for the testing tables (2). 
Operating costs for years 2 and 5 included both maintenance and 
personnel training; years 3 and 4 were maintenance expense only. Table 
3.3 is an example of the LCC, as calculated and displayed in the spread¬ 
sheet. 

The life cycle costs of the robot arms and test tables were: 

Table 3.3 

Total Life Cycle Costs 


Device 

LCC 

Automatix AID-900 $ 

146,279 

Cincinnati Milacron T3-646 

186,618 

Yaskawa V-12 

185,811 

PUMA 560 

206,787 

Vertical Table 

203,982 

2-axis Contraves 

522,239 

3-axis Contraves 

2,818,062. 






Results 

From the above analysis it is feasible that a prototype robotic 
test station, the T3-646 for instance, could replace one table, perhaps 
the vertical table, with a resultant decrease in LCC of $17,364. Of 
course the savings increase substantially if the robot replaces the 2- 
or 3-axis tables. 

Another important advantage and source of savings is the versatil¬ 
ity of a robot arm. Over the long term both standard and experimental 
inertial instrument tests can be performed by simply re-programming the 
robot, rather them rebuilding or developing a new test table. In the 
short term, as was the case for the gyro tests, the robot can be quickly 
reconfigured at any point in the test with no manual readjustments 
involved. 

The groundwork for a prototype effort by a testing organization exists 
and is ready to be applied. 








IV. Limitations 


In this chapter the technical limitations of robots are discussed 
in detail as they relate to testing. Practical engineering limits, 
computer modeling limits, and measurement and instrumentation limits are 
examined and related to the sensor testbed application. 

Practical Engineering Limits 

Practical engineering limits include flexure of the links and 
joints of the robot arm, which will vary from one robot to another. A 
simple test using the RJMA 560 arm and the Robotic Simulation (RDBSIM) 
program demonstrates this limitation. Robot control schemes can also 
limit the accuracy of trajectory tracking. 

Flexibility of the Robot Arm . The RJMA 560 has six joints. This 
experiment uses only two of these joints, the shoulder and the flange. 

As the shoulder link rotates from the vertical, it exerts a large moment 
about the base y-axis due to gravity (see Figure 2.1). This produces a 
bend in the robot arm which should be measurable by a high accuracy 
accelerometer mounted on the end of the arm. The flange on the other 
hand, with a smaller radius of rotation and mass, exerts a much smaller 
moment about its x-axis. 

The Systron-Donner 484 IF accelerometer was first mounted on the 
flange, then the flange was rotated from the vertical 90* and back about 
its x-axis in 10* increments. The experiment was then repeated in the 
same configuration but with the flange fixed and the shoulder rotated in 






10" increments about the base y-axis starting from a vertical position. 
These results sure shown in Table 4.1. 

Table 4.1. Rotation Alignment Errors 

Degrees Shoulder Flange 

From Vertical Error (g) Error (g) 


0 

Minimun 

0.000 

0.000 

10 


0.006 

0.006 

20 


0.012 

0.012 

30 


0.019 

0.018 

40 


0.025 

0.023 

50 


0.029 

0.028 

60 


0.034 

0.031 

70 


0.036 

0.034 

80 


0.038 

0.035 

90 

Maximum 

0.039 

0.036 

80 


0.037 

0.035 

70 


0.036 

0.034 

60 
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Figure 4.1 is a plot of the actuator torque versus time for the shoulder 


rotation. The plot was generated by the Robotic Simulation (RGBSIM) 


discussed in the "Computer Modeling Limitations" section which follows. 


ROBSIM is based on a rigid-link mechanical model (14:2). 


Table 4.1 demonstrates the inaccuracies of robot positioning and 


indicates that the flexibility of the robot arm should be a considera¬ 


tion when precise positioning and orientation is needed. Figure 4.1 


shows that the torque is a function of the robot orientation and that 


the orientation errors are due in part to mechanical flexure. 















Figure 4.1. RQBSIM Output for the BJMA 560 Shoulder Rotation 

Control Schemes . Robot control is limited by control method and 
unmodelled forces, and by the restrictions of robotic programming 
languages. 

The most widely used control method today applies a separate axial 
control loop for each joint designed with linear-control laws (17:80), 
often with fixed gain (17:72). The required gain is highly dependent on 
the moment of inertia at each joint of the robot sum which in turn 
varies with the arm position and robot payload. A variety of schemes, 
including adaptive control, have been proposed and implemented (17:51- 


41 














81), but research is still being done to represent previously unmodelled 
forces (18) and implement adaptive control. 


Robotic programming languages, too, can be a control limitation in 
that they often do not include the facilities to implement complex 
mathematical formulas. One must bypass the robot operating system to 
implement experimental control techniques and gain greater precision. 

Computer Modeling Limits 

An important element in the effective use of robots and in design¬ 
ing unique inertial sensor tests for a robot is an accurate and compre¬ 
hensive computer simulation program. Simulation programs are being 
developed in several different environments, including universities such 
as Arizona State University (24) and AFIT (6) as well as private indus¬ 
try. The Robotic Simulation (ROBSIM) program was installed and studied 
to determine both its advantages and its shortcomings. A brief overview 
of ROBSIM’s capabilities is included in Appendix E. 

Applications . In many cases, computer simulation is directed 
strictly to industrial applications, including multiple arms, creation 
of workstations and assembly lines, and so forth. ROBSIM includes the 
industrial applications, but it also allows for simulation of different 
types of control schemes and for the creation of data files and plots of 
the robot forces, torques, etc. for analysis purposes. This makes it 
attractive for the testbed application. 

Mechanical Model . The kinematic (and dynamic) analysis tools 
implemented in ROBSIM are based on a rigid-link model of serial, open- 
loop kinematic chains with one-degree-of-freedom joints. (Details and 
examples may be found in the "Kinematics Analysis" section of Reference 
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13.) Although this is not completely realistic, it does provide help in 
determining the behavior of the robot and the identification of possible 
flexure errors, as demonstrated in the flexure test of the previous 
section. The comprehensiveness and accuracy of the simulator’s mechani¬ 
cal model of a specific arm is critical in determining the validity of 
the simulation. 

Dynamics Model . An accurate dynamics model is also essential for 
acceptable simulation. ROBSIM uses homogeneous transformation matrices 
for calculating transformations between arbitrary sets of coordinates. 


The difficulty with robotics dynamics models relative to inertial 
navigation models lies in the differences of notation. There has as yet 
been little cohesion established between classical methods of inertial 
navigation and methods of describing the dynamics of robots. A means of 
melding the two fields is needed. The beginning of that melding is to 
parallel the dynamics equations and error analysis methods developed for 
robotics with the classical inertial navigation techniques. A notation 
to accomplish cohesiveness is developed and presented in Appendix F, 
followed by a tutorial presentation of introductory robot kinematics 
using inertial navigation notation. 


Measurement and Instrumentation Limits 


The tests and performance criteria study of Chapter II demonstrated 
the positioning and measurement accuracy limitations of present-day 
robots. Data acquisition ability is restricted by the fact that robot 
controllers do not usually include high-accuracy analog-to-digital 
converters and the rapid sampling ability necessary for sensor testing 
(although either 12- or 16-bit converters can be installed). Possible 
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solutions to the measurement and instrumentation limits are discussed in 


Chapter V. 

Stannary 

In this chapter the robot and robotic simulation limitations which 
affect the inertial sensor testing application have been addressed. The 
final chapter will summarize both the robot’s advantages and its 
shortcomings and will discuss robotic potentials. 












Conclusions 


V. Conclusions and Reconnendations 


This research included theory and applications of robots, sensors, 
and robot computer simulations. Determination of robot performance 
criteria, suitable robots, and economic analysis of robotic and non- 
robotic test units were accomplished. Robotic limitations were also 
studied. All of these areas show that there is potential in applying 
robotics to inertial sensor testing. 

In an attempt to control robots more precisely and to interface 
with computers (and computer simulations) other than the robot’s 
particular controller, research is in progress to control robots from 
computers such as the VAX 11-780 (AFIT, NASA Langley) or interface with 
such computers for control and data acquisition (for example, Cincinnati 
Milacron’s Robot Offline Programming System, or ROPS). 

From the study presented here, robots large and small could begin 
to be used as checkout testbeds for inertial sensors, possibly in such 
applications as immediate flightline checkout of sensors or IMU’s 
suspected of being inoperable rather than sending them away to a depot 
for checkout. 

Robots can be multi-purpose testbeds for performing standard tests 
on inertial sensors, and the potential for devising unique inertial 
sensor/system tests exists. Robots with variable acceleration/decelera¬ 
tion end a large rotational range suggest dynamic test possibilities 
that have not yet been explored. Perhaps a subjecting the sensor/system 
to a helical motion, or to a rapid swinging motion of the robot followed 








by a sudden deceleration would excite sensor/system error terms without 
to enhance or replace centrifuge or other testing. Variations of system 
trajectories could be tracked with lasers and the system errors analyzed 
by comparison with the laser data. With extensive computer simulation 
capabilities such as those of ROBSIM, engineering theory could devise 
new tests which would be efficiently and safely produced on the simula¬ 
tor, saving both time and money. The simulator-robot combination would 
encourage engineering creativity, an important commodity in the realm of 
research and development, where new tests and testing units are needed 
to keep pace with hardware developments (2). 

Recommendations 

This research raises further questions. Are robots feasible for 
system tests? Can the limitations be overcome? What should be done to 
extend the work presented here? 

The solution for robot accuracy constraints may lie not in improv¬ 
ing the robot’s precision, but rather in providing precision reference 
measurements for use in sensor output analysis. Laser technology and 
other instrumentation advances have the potential to accomplish this. 

For example, providing precision through reference measurement is 
already in use in noisy, imprecise environments such as the test track 
at Holloman Air Force Base; and laser technology is currently being used 
for robot positioning accuracy (19). A cost analysis for laser or other 
precision measurement technology should be accomplished to extend the 
economic feasibility study. 

The potential for testing precision senors/systems should be 
further determined by noise characterization of the robot arm. In 









addition, the sensors used in this study, or similar sensors, should be 
tested under more controlled laboratory conditions and compared to test 
results from non-robotic units. 

It is also recommended that test engineers and analysts take a new 
look at the possibilities for dynamic tests using robotic capabilities 
and begin devising those tests. The groundwork for a prototype effort 
has been presented in this study and is reconmended for future imple¬ 


mentation. 














Appendix A. Robot Safety Srn™«r-v 

General Procedures 

Certain safety issues are important enough to be included in the 
list of warnings in this appendix (30). These cautions should be heeded 
by anyone intending to operate the robot arm. It is by no means an 
exhaustive list, nor is it intended to replace the safety stannaries in 
the manuals. 

Should the robot behave erratically, or if an emergency arises, the 
operator must stop the robot motion (see procedure below), turn ARM 
POWER OFF, and report the problem to an appropriate source. 


Specific Precautions 

Before Turning the Arm Power On . 

DO NOT replace components or make adjustments to the equipment with 
the electrical supply turned on. 

DO ensure that all personnel are clear of the robot operation area. 
Should a malfunction occur, robot arm behavior will be unpredictable. 

DO ensure that the working area is kept clear of all obstacles. 

DO set the velocity at a slow speed (SP 10 for the PUMA), espe¬ 
cially when testing a new program. This allows more time to react 
should the program work incorrectly. Once a program works properly, the 
speed may be increased. 

DO ensure that at least one other authorized person is present at 
all times. 

While Robot Power is On. 


DO NOT operate the robot in the FREE mode. 

DO keep one hand near the ARM POWER OFF "panic button" located on 
the teach pendant at all times. This allows for emergency shutdown when 
necessary. 
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DO NOT shut power off while the robot arm is moving except for an 
emergency stop. 

DO NOT try to stop program execution with a CONTROL-C conmand. It 
will not work. 

When Interfacing to the Robot and Controller . 

DO NOT connect or disconnect cables to any connection port unless 
power has been removed from the robot sum. 

DO ensure that the length of bolts used to attach components to the 
wrist mounting flange do not extend beyond the hand mounting surface by 
more than 1/4 inch. Longer bolts interfere with and keep the wrist from 
turning, which will cause damage to the wrist. 


Emergency Shutdown 

There sure a ninber of ways to shut down robot power while a program 
is running. If an emergency arises, any of the following actions will 
suspend operation: 

Pressing the ARM POWER OFF button on either the controller or the 
teach pendant will cause an immediate stop of robot motion. This 
should not be done routinely. 

Entering the PANIC command accomplishes the exact same thing. 

Turning the RESTART/HALT/RUN switch on the controller to HALT will 
also stop motion inmediately. Turning it back to RUN will resume 
program execution. 

Entering the ABORT command will first complete the current program 
step before stopping robot motion. (PROCEED will resume program 
execution.) Routine halts should use this command. 








» ■ T V "VWV 




Appendix B. Software for Vertical-Seeking Test 

Overview 

The software was designed to implement the theory expressed in the 
main text. The accelerometer was interfaced to the VAL II operating 
system using an Input/Output Module. The VAL II operating system reads 
the accelerometer output during the rotation of a joint and stops the 
corresponding joint at the point of recorded the lowest accelerometer 
reading. The software is implemented using a main program 
(GRAVITY.MAIN) and two calling subroutines (GRAVITY.MAX and DELAY). 

Program Descriptions 

GRAVITY.MAIN . The GRAVITY.MAIN program positions the arm before 
calls to the GRAVITY.MAX subroutine. The FUMA 560 is placed in the 
ready position (Figure B.l) where the axis of rotation of Joint 5 is 
parallel to the y-axis. The GRAVITY.MAX subroutine is called using 
Joint 5, and the position of the PUMA 560 robot is recorded. Note that 
Joint 5 is rotated -90 degrees before rotating because the input axis of 
the accelerometer is mounted at a 90-degree angle to the tool z-axis. 

The PUMA 560 base is then rotated 90 degrees, thereby placing the axis 
of rotation of Joint 5 parallel to the x-axis. The GRAVITY.MAX 
subroutine is again called using Joint 5, and the position of the FUMA 
560 robot is recorded. Two vectors are formed from the two points 
recorded and their cross-product is calculated. The FUMA 560 is then 
positioned to align its tool z-axis with this vector. 
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surface 


Figure B.l. READY Position of RJMA 560 
(Reference 30) 

GRAVITY.MAX . The subroutine GRAVITY.MAX determines the minimus 
accelerometer reading using an iterative process. The "DRIVE" command 
allows a single joint to be rotated through a specified angle. The 
accelerometer readings are compared at the beginning and end points of 
each "DRIVE" command. If the absolute value of the accelerometer 
reading is larger at the end point, the arm will continue to move in the 
same direction. If not, the arm will reverse the direction of movement 
and decrease the angle to be moved through, thereby allowing the robot 
arm to stop at points between the last beginning and end points. The 
loop is broken out of if the move angle is less than 0.005 degrees (the 







limit of movement definition in the robot arm), or if the accelerometer 
reading is zero. A flow chart is shown on the following page. 

DELAY . The DELAY program is a useful subroutine which causes 
program execution to pause for a specified amount of time. To use, 
simply define the variable DTIME in seconds (integers only) and then 
CALL DELAY. The program will pause for DTIME seconds. Examples of use 
are in all programs in this appendix. The delay is only an approxima¬ 
tion and should not be used for precision timing. 

The principle behind the DELAY subroutine is that the WAIT command 
without additional parameters (30) will cause a pause of 28 milli¬ 
seconds. The WAIT command is put in a loop which repeats 37 times for 
every delay of one second. It is assumed that other coranands in the 
loop take relatively little time compared to the WAIT command. The 
DELAY subroutine DOES NOT cause the motion of the arm to stop. The user 
is strongly reminded that after a robot motion command is given, the 
program will continue to execute. The DELAY program was used together 
with the BREAK command. The BREAK command suspends program execution 
until previous am motion is completed. The DELAY subroutine 
is used simply to allow the accelerometer readings to stabilize and 
allow time for recording of data. 

FOR THE LISTINGS OF THE VAL II PROGRAMS (pages 54-55), CONTACT: 

Dr. Peter Maybeck 

Air Force Institute of Technology 

School of Engineering 

Wright-Patterson AFB, Ohio 45433-6583 
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** When the angle size < .005 degrees, the 
subroutine will return to the main program. 

Figure B.2. Flowchart for Subroutine GRAVITY.MAX 














Appendix C. Accelerometer Fourpoint Test 


Theory 

The performance model equation for an accelerometer is (33:A-1): 
At & d = E/Ki = Ko + + Kaa* 2 + Kaa » 3 + So a? - 6 pao 

+ Ki pSj Sp + Ki o Si So + Ko p3o Sp + KppSp 2 

+ Ko o ao 2 + KpppSp 3 + Ko o o ao 3 (C. 

where 

ai = Acceleration component along input axis (g) 

ap = Acceleration component along pendulous axis (g) 

ao = Acceleration component along output axis (g) 

E = Accelerometer output 

At od = Indicated acceleration (g) 

Ko = Bias (g) 

Ki = Scale factor (output units/g) 

Ka = Second order non-linearity coefficient (g/g 2 ) 

K 3 = Third order non-linearity coefficient (g/g 2 ) 

80 = Input axis misalignment about output axis (radians) 

Sp = Input axis misalignment about pendulous axis (radians) 

Ki p = Cross coupling coefficient (g/g 2 ) 

Ki o = Cross coupling coefficient (g/g 2 ) 

Kop = Cross coupling coefficient (g/g 2 ) 

Koo = Second-order cross axis coefficient (g/g 2 ) 

Kpp = Second-order cross axis coefficient (g/g 2 ) 

Koo 0 = Third-order cross axis coefficient (g/g 3 ) 

Kppp = Third-order cross axis coefficient (g/g 3 ). 







However, when an accelerometer is rotated about its output axis, the 
accelerations about that axis become zero, reducing the model to (32:C- 
4): 

Aj a d — E/Ki = Ko + a, + Kjai * + Ka a« 3 +60 + Kp p ap * 

+ Kp p p ap ^ * (C • 2 

The performance-model equation is further reduced at the four 


positions of 90", 270', 0‘, and 180* as follows (32:04): 

a. At the 90° position, at = + lg and ap = Og, so 

E(90«) = (Ko + l+Ka+Ka )Ki . (C.3 

b. At the 270° position, a* - -lg and ap = Og, so 

E(270° ) = (Ko-l+Ka-Ka )Ki . (C.4 

c. At the 0° position, aj = Og and ap = +lg, so 

E(0° ) = (Ko+6o+Kpp+Kppp)Ki . (C.5 

d. At the 180° position, a< = Og and ap = -lg, so 

E(180°) = (K*-So +Kp p-Kp p p)Ki. (C.6 


These are the equations, then, that are used to calculate the error 
coefficients from the fourpoint tests. 

Software 

Following are the listings of the VAL II programs DELAY and POUR 
used to perform the accelerometer fourpoint test. 

FOR THE LISTINGS OF DELAY AND POUR (pages 58 and 59), CONTACT: 

Dr. Peter Maybeck 
Air Force Institute of Technology 
School of Engineering 
Wright-Patterson AFB, Ohio 45433-6583 













The following section is a listing of the terminal display when 
executing the program POUR. Accelerometer outputs sure sent directly to 
the voltmeter rather than to the UNIMATE controller’s analog-to-digital 


& 


converter. 

.cal 

Are you sure (Y/N)? y 
.do align 
.do ready 
.ex four 

***PLACE THE ARM IN THE ’READY’ POSITION AND 
ENTER ’PROCEED’ TO CONTINUE 
(PAUSED) 

Stopped at four, step 18 
•proceed 

HOW MUCH TIME TO READ EACH OLfTPlTT (SEC)?15 
NUMBER OF POURFOINTS TO RUN?20 

BEGINNING POURPOINT NO. 1. 

COMPLETION OF POURPOINT NO. 1. 

BEGINNING POURPOINT NO. 2. 

COMPLETION OF POURPOINT NO. 2. 

• 

BEGINNING POURPOINT NO. 20. 

COMPLETION OF POURPOINT NO. 20. 

COMPLETION OF POURPOINT TESTS 
Program completed 
Stopped at four, step 68 

A listing of the joint coordinates recorded at each rotation can be 
obtained by the "Hist", or location list coranand. A sample of the 
location list for the fourpoint test follows. 

.llist 



X/Jtl 

Y/Jt2 

Z/Jt3 

0/Jt4 

A/Jt5 

T/Jt6 

neg.g[l] 

-20.38 

205.34 

864.94 

179.995 

-0.066 

179.995 

pos.gfl] 

-20.38 

205.34 

864.94 

179.995 

-0.066 

-0.016 

start 

0.00 

0.00 

0.00 

90.000 

-90.000 

0.000 

start.horizontal 

-20.44 

149.09 

921.13 

90.000 

-89.923 


start.vertical -20.38 205.34 864.94 179.995 -0.066 -0.016 

zerog.0[1] -20.38 205.34 864.94 179.995 -0.066 -90.006 

zerog.180[1] -20.38 205.34 864.94 179.995 -0.066 89.984 






Appendix D. VAL II Gyro Programs and Output Listings 

The VAL II language programs for performing the Step Tumble Tests 

were: 

sealfact.test 

sttest.cp sttest2.sp 

sttestl.sp delay.sp 

Tlie Step Tumble Tests were performed by executing sttest.cp. TTiis 
executed the two tests eight times each, alternating north and south 
orientations. 

Although the gyro output for this thesis was directed to a digital 
multimeter, the output can be directed instead to an analog-to-digital 
converter in the Unimate controller. The converter that was available 
for this thesis work was only 12 bits and therefore not accurate enough 
for this test. However, the software was written to accommodate the 
converter and several orientations were performed to demonstrate how 
this can be accomplished. To output to the multimeter, simply conment 
out the conmands to the converter. 

A list of the VAL II language programs follow. Each one is fully 
descriptive. 

FOR THE LISTINGS OF THE VAL II PROGRAMS (pages 62-65), CONTACT: 

Dr. Peter Maybeck 
Air Force Institute of Technology 
School of Engineering 
Wright-Patterson AFB, Ohio 45433-6583 












e Output Listings Using A to D Converter 

Performing Step-Tumble test-second orientation. 

Perform test with output axis parallel to earth 
spin axis and directed north. 

DATA RESULTS ARE AS FOLLOWS: 


0 DEG 
315 DEG 
270 DEG 
225 DEG 
180 DEG 
135 DEG 
90 DEG 
45 DEG 
0 DEG 


CLOCKWISE 


1.497313 

1.497313 

1.492428 

1.497313 

1.497313 

1.497313 

1.504641 

1.497313 


OOUMTRCLOCKWISE 

1.497313 

1.497313 

1.489985 

1.489985 

1.494871 

1.497313 

1.497313 

1.502198 


This orientation is done. 

Program completed 

Stopped at sttest.cp, step 9 


Table D.l 


Fourier Coefficients from 
Step-Tunble Test 


Fourier 

Coefficient 


North Orientation 


Calculated Standard 


Value 


Error 


South Orientation 


Calculated Standard 
Error 


1.50119 

0.00350 

1.49878 

0.00140 

0.00305 

0.00031 

0.00078 

0.00017 

0.00117 

0.00031 

0.00001 

0.00017 

0.00103 

0.00031 

0.00033 

0.00017 

0.00094 

0.00031 

0.00016 

0.00017 
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Appendix E. Overview of ROBSIM 


n 


Scientific investigation involves the synthesis of mathematical 
models using intuitive assumptions and insights based on observation. 
These models are then subject to test and evaluation. The ROBSIM 
simulation package follows this thinking process by dividing it into 
three software modules: model synthesis (INITDRVR), simulation 
(SIMDRVR), and analysis (POSTDRVR). Extensive graphics capabilities 
accompany all phases of ROBSIM. Although the program is still being 
modified at NASA and updated in cooperation with AFIT, it can be used 
effectively to demonstrate robotics simulation with interactive computer 
graphics. 

Synthesis (INITDRVR) 

The major advantage of any simulation program is that the system 
does not have to physically exist before meaningful research can begin. 
ROBSIM has the capability to completely describe a robot manipulator as 
well as the environment with which it interacts and the objects it 
manipulates. 

At the Air Force Institute of Technology a RMA 560 is available 
for experimentation. The INITDRVR module models the base, actuator, 
tool, joint, and links of the robot. Swivel, hinge, and sliding joints 
may also be simulated. Tools are defined to grasp, hold, or carry 
objects, and the load objects themselves can be given mass characteris- 









The robot environment is defined by combinations of basic geometric 


shapes (cylinders, cones, rectangular solids, trapezoidal figures, 
cross-sectional beams, and special user specified objects). It would 
even be possible to model a pilot as a robot in ROBSIM and construct an 
environment duplicating any desired cockpit. 

Simulation (SIMDRVR) 

Defining the problem is an important step, but the actual 
experiment or simulation provides the data to assess the performance and 
potential of a robotics system design. ROBSIM has two basic types of 
simulation: requirements simulation and response simulation. 

Requirements simulation produces information on the physical 
requirements to complete a set of motions. The user supplies ROBSIM 
with a time history file which contains information on how and where the 
robotics system will move objects and/or manipulator components. ROBSIM 
then calculates the torques and forces the actuators must supply to 
complete these motions. Response Simulation is the reverse of 
requirements simulation. Instead of providing a time history profile of 
motion, the user supplies a time history profile of the torques and 
forces applied to the robotics system. ROBSIM then calculates the 
resultant motion. 

Requirements and response simulations have some very practical 
applications. They can be used to assess the peak demands on individual 
components of a system. This in turn helps minimize the cost of 
individual components. They can also assist in minimum stress path 
planning. If the components available cannot handle the stress applied 
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during a given motion, it is possible that a different motion could be 
found to achieve the same result. 





Response simulation is also used to test different control strate¬ 
gies. This helps eliminate inefficient or impractical control strate¬ 
gies and tell a designer whether at least in a computer simulation, a 
control strategy is workable. 

Response simulation can also provide critical information on 
interactions with an environment. ROBSIM is able model conditions that 
would be very difficult to arrange experimentally and in which data 
collection would be very troublesome. ROBSIM is able to model the 
following: 

1. Coulomb and static friction. 

2. Contact with objects as a spring. 

3. Collision impacts - modeled as an inelastic. 

4. Constraints on motion (robot can’t move in a given 

direction). 

5. Disturbances - modeled as forces which act on 

components of the robot manipulator system. 

Analysis (POSTDRVR) 

ROBSIM allows the user to analyze the results of the requirements 
and response simulation. TTiere are three basic analysis tools 
available. First, the robotics system joint motions from the simulation 
run and the robot tasks performed can be replayed and reviewed. Second, 
the resultant motion can be compared to a file of direct hardware data 
from an actual physical system. Third, plots of any of the translation, 








rotation, force or torque data computed during the requirements or 
response simulation can be constructed. 


ROBSIM Installation 

ROBSIM at AfIT operates on a VAX-11/780 with a VMS operating 
system. The code is written in Fortran 77 Version 4.4. The program is 
self-installing and assistance is available from NASA Langley if any 
difficulties arise. 

Summary 

ROBSIM has extensive capabilities as a robotics simulation program. 
These capabilities give ROBSIM the potential to efficiently investigate 
and aid in solving many of the problems facing robotics today. 
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Appendix F. Robot Kinematics and Inertial Navigation 

Hie description of robot dynamics has developed from a wide variety 
of fields including computer graphics and mechanical engineering. Robot 
manipulator programming systems and languages have historically been 
stand-alone systems, concentrating on manipulator control and tending to 
ignore data manipulation (26:245). However, as robot tasks require 
increasing precision, data manipulation and robot characterization and 
motion error analysis have become imperative to further advancement of 
robotics. 

Robot Kinematics 

The robot manipulator system is defined for mathematical modeling 
purposes by: 

(1) Links, joints, and end effectors 

(2) Environment and constraints 

(3) Loads and forces 

(4) Tasks and goals. 

Yoram Koren in his book Robotics for Engineers defines robot kinematics 
as follows: 

Hie calculation of the kinematic state of mechanical elements 
(i.e., their position, orientation, and rate of change) on the 
basis of given axial motions is referred to as the direct kinema¬ 
tics problem . The inverse kinematics problem refers to the 
calculation of required axis motions to produce desired arm 
motions. 


In the case of manipulators, direct kinematic analysis 
determines the state of the end effector as a function of the known 
states of the various joints. In addition to the state 
of the end effector, direct kinematic analysis also includes the 







determination of the links' position and orientation and their time 
derivatives. Such information is essential for any subsequent 
dynamic analysis or when the position and orientation of a sensor 
mounted on a link Eire required for the data processing. (17:84) 

For direct kinematic analysis of more than two degrees of freedom, 

techniques of coordinate and vector transformations using matrices have 

been employed. There are several transformation techniques (17:88): 

1. Complex numbers, a technique which is mainly useful 

in solving two-dimensional cases, but becomes complicated in 
three-dimensional cases (17:88). 

2. Rotation matrices, a technique which is useful for vector 
transformations (17:88-91; 10:180). 

3. The homogeneous transformation matrices technique using 
kinematic chains (10:179-188; 17:91-101; 27; 28). 

4. The quaternion and rotation vectors. The advantages 
of this method are: 

(1) the definition of the relative orientation consists of 
three or four parameters instead of nine (3x3 matrix) as in 
the displacement matrix definition and 

(2) the number of the arithmetic operations required can be 
decreased. The inverse kinematics is implemented in the 
trajectory interpolator algorithm of continuous-path 
robots (17:117-125). 


Inertial Navigation Kinematics 

Inertial navigation is described in terms of reference frames, 
position vectors, and angular velocities (4). Both robotics and 
inertial navigation modeling involve the definition of coordinate frames 
and the use of matrix transformations of those frames to Euxxxnplish 
motion description. Their similarities, coupled with the very real 
possibility that robots will incorporate inertial navigation systems for 
guidance and control, encourage putting both modeling techniques into a 
single framework. 








Unification of Notation 

The fundamentals of modeling "rotation" and "translation" using 
dextral coordinate frames are expressed in many ways in different 
literature. A unifying notation is developed to facilitate comparison 
of robotics kinematic modeling equations with analogous classical equa¬ 
tions used in inertial systems modeling. The effect of the associated 
forces and torques, which take into account the mass and inertia of the 
mechanical elements, is considered in dynamic rather than kinematic 
analysis and will therefore not be discussed here. 

Notation and Tutorial 

Following is a tutorial presentation of introductory robot kinemat¬ 
ics using inertial navigation notation. A robot manipulator system is 
defined for mathematical modeling purposes by: (1) links, joints, and 
end effectors, (2) environment and constraints, (3) loads and forces, 
and (4) tasks and goals. 

This tutorial will address the direct kinematics problem of 
computing the location in space of the end of the arm from knowing the 
location of all of the joints and links. The modeling of links, joints, 
and end effectors will be discussed using dextral (right-handed, 
orthogonal) coordinate frames. The rotation and translation of those 
frames are discussed for two-dimensional motion of a robot arm. Geome¬ 
tric properties of manipulators in general and the resultant system 
model for serial manipulators in particular will be included. This 
appendix will thus provide the reader with basic concepts of robot 
kinematics, ample references for more detailed study, and a basis for 
modeling the other three items. 












Two coordinate and vector transformation methods will be discussed. 






One, the method of homogeneous transformation matrices, has been used 
extensively in the development of robot kinematics. The other method, 
that of quaternions, has not been used so extensively yet but has much 
potential due to the lower computational loading required for calcula¬ 
tions. 

Notation . The following notation is used in inertial navigation 


, => Coordinatized to a 

specific reference frame 

/ => With respect to 

j => Hold bases fixed 


CAPITAL BOLD => Matrix, 

with the one exception of the 
letter R, which will be reserved for 
a position vector from the inertial 
frame origin 0 to the moving frame 
under consideration 

a) Transformation 


b) 


Coordinate change 


1) 

General: 

T 

b/e 

2) 

Dextral: 

C 

. . (orthonormal) 

b/e 


bold => Vector or Reference Frame 

a) Reference frame b 

b) Free Vector: x (coordinatized: x . ) 

* D 

c) Fixed Vector: x p_ (coordinatized: 

’‘p/O.b* 


d) Relative to component m: 
For example: 

x m,P/0,b " *""b/e x m,P/0,e 


X m,P/0,b 


(F. 1) 
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Two coordinate and vector transformation methods will be discussed. 
One, the method of homogeneous transformation matrices, has been used 
extensively in the development of robot kinematics. The other method, 
that of quaternions, has not been used so extensively yet but has much 
potential due to the lower computational loading required for calcula¬ 
tions . 

Notation . The following notation is used in inertial navigation 

( 4 ) : 

, => Coordinatized to a 

specific reference frame 

/ => With respect to 

| => Hold bases fixed 

CAPITAL BOLD => Matrix, 

with the one exception of the 
letter R, which will be reserved for 
a position vector from the inertial 
frame origin 0 to the moving frame 
under consideration 

a) Transformation 



(F. 1) 









K 






Using the above notation, the differentiation of a position vector for 
expressing velocity and acceleration is: 


_e R 

dt 

R |e,b 

R ,b 


=> differentiation holding bases of e fixed 
=> above operation expressed in b frame 


= > d R , i , + d R , j, + d R,k, 
at ' b!£ b « ,by b dt ' bz b 

“-d l - * R >•- i- A * B ,bz 4r k b 


< F. 21 


,bx 5t b 


,by 3t ^ 


dt 


V 


=> angular velocity of b frame relative to e 


Homogeneous Transformation Matrices . A useful coordinate and 
vector transformation technique is based on the homogeneous transforma¬ 
tion matrices established in 1955 by Denavit and Hartenberg (11) for use 
in kinematic chains. 

Definition of Coordinate Frames . The first step in the 
transformation matrices technique is to assign coordinate systems to the 
moving links of the manipulator. The terms "coordinate system"' and 
"coordinate frame" are equivalent in most robotics literature; we will 
use the two terms interchangeably. We will also define two other 
important reference frames at this point, the World coordinate frame and 
the Tool coordinate frame. 

Link Coordinates . The right-handed coordinate frame (A 
is attached to link i with the origin at joint i+1. The joints and 
links are typically numbered starting at the stationary base. However, 
for this report we will label the base coordinate system with the 
subscript b and then begin numbering consecutively" from the next joint 
to the end of the arm. 


75 










World Coordinates . World coordinates are defined as the 
base reference coordinates of the robot. These coordinates are at the 
base joint of the robot or at a known distance from it. The World 
Coordinate Frame is equivalent to the Inertial Reference Frame of 
navigation. In inertial navigation notation, this relationship can be 
described by the following diagram and equation: 


BASE <b) 



WORLD (w) 



%w,w ^b/w,wx *b + *\>/w,wy^b + ^b/w.wz* 1 b 


Figure F.l. World and Base Coordinate Systems 


R , and ...wv and ...wz are scalars. Note that thev 

b/w,wx 

are completely defined by the subscripts using this notation. 

Notice also that ^/w.w can be written more compactly as 

^b/w, w “ C w/b^b/w, b 1 ’ 

using dextral coordinate change notation, where the subscripts operate 

as fractions do, "cancelling” to yield the vector in the desired 

coordinate frame. This concept is used extensively in kinematic 

chaining transformations. 


mm/ 







Tool Coordinates . Tool Coordinates define robot posi¬ 


tions relative to the end effector, or "tool." Tne same type of 
inertial navigation notation and transformation as above is used to 
convert from the World, or any other, frame to the Tool Coordinate. 

As an example of the World and Tool Coordinate Systems, Figures 2.1 
and 2.3 (from Reference 31) demonstrate the World and the Tool coordi¬ 
nate systems as defined for the Cnimation PCMA 560 robot arm. Notice 
that in this particular diagram the World and the Base coordinate 
systems coincide. Remember that this is not always the case. 

System Mode1 for Serial Manipulator . To summarize and 
review the notation ari definitions presented thus far, a typical basic 
system model for a serial manipulator will now be defined and 
diagrammed. This will also prepare the reader for the following 
sections on vector and coordinate transformations relative to robotic 
systems. 

The system model is described by the following notation: 

w -> World m -> individual component 

(1 ink or joint) 

b -> Base L -> Load 

(not shown in this 
diagram, but to be used 
later) 


, j , 

k 

Basis definition for frame on 

m m 

m 

component m 

or 

: , y , 

z 


m m 

c / 

ra/n 

m 

Dextral transformatlon from n into 
m, or of m with respect to (wrt) n 




Location of point P wrt base P/b,b 

origin b, expressed in b coordinates 

r P/w,w ~ ^b/w,w + ^w/b r P/b,b ^ 


defined 
by user 


P/b,w 


The diagram of the system model using the above notation is shown in 
Figure F.2. 

Homogeneous Transformations. Transformation matrices define the 


geometric relationship between two consecutive coordinate systems as a 


function of the joint variable , where = 0. for revolute joints 
and = d^ for prismatic joints. Each transformation matrix is 


composed of an orientation matrix and a translation vector. 































“ft 




*♦:»*» 


m 







Orientation Matrix. "Hie orientation matrix describes the 


orientation of frame 0 with respect to 0 and is used to define the 

n m 


orientation of the link. It is the familiar "rotation matrix” or 


"direction cosine matrix" of dynamics (and inertial navigation) litera¬ 


ture. A typical example is: 


C , = cos 8 -sin 9 
m/n n n 


sin 9 cos 9 

n n 


( F. 6 ! 


The vector components of r ^can be expressed by the vector 


components of r by: r = C . r 

r n m m/n n 


Matrices can be "chained" to express successive rotations of a vector in 


one frame to the desired frame: 


= C iC, C r 

w/b b/1 1/2 2 


(F.H) 


Translation Vector. The translation vector describes »he 


position of the origin of frame O in 0 and is given bv 

n m 


a cos 8 
n n 


a sin 9 
n n 


( f . y) 


where a is the distance between O and 0 

n n m 
















the inns two matru HS. 


The Displacement Matrix takes on the form: 






r 




“ - 

1 

1 


Rotation 

Position 

Matrix 

1 

| 

Vector 

— 

- ■+ — 

1 

1 

1 

— 

Perspective 

Scaling 

Transformation 

I 

t 

factor 



___ 


Figure F.3. Homogeneous Displacement Matrix 



The rotation matrix, as already discussed, describes the rotation 
between the two coordinate systems. The position vector describes the 
translation, or vector distance, between the coordinate systems. 
Perspective transformation and scaling factor are important parameters 
in CAD and in graphics, where they are used extensively. In robot 
manipulation, the perspective transformation values are always set to 0 
and the scaling factor is always 1. 

The Homogeneous Displacement Matrix is also denoted as the Denavit- 
Hartenberg (11) matrix. The DH method, or convention, is mainly used in 
robot manipulators which consist of an open kinematic chain in which 
each joint contains one degree of freedom and the joint is either 
revolute or prismatic. The DH convention numbers the links and joints, 
establishes the links' coordinate systems, defines the joint, parameters, 
ami the forms the homogeneous displacement matrix to calculate rotation 
and/or translation of the manipulator. Detailed explanation and 
examples of the method are beyond the scope of this tutorial. The 
reader is referred to Denavit. and Hart.enberg's original paper (11), and 
excellent presentations are also found in References ID and 17. 

(Q uaternion s. The relative orientation representation by the 


quaternion is based on the Kuler theorem which states that a displace- 








vjS' 


ment of a rigid body with one fixed point can be described as a rotation 
about some axis. 

A quaternion is the vector which describes that rotation. It is 
composed of four elements: a scalar p which defines the magnitude of 
the rotation, and a three-element vector [a, (3, | T which defines an 
axis of rotation, with a, (3, and represent the equivalent Euler 3x3 
matrix rotations. The 4x1 quaternion vector is then given by: 


— — 


— - 

cos (j/2 


q l 

cos a sin p/2 

- 

q 2 

cos (3 sin p/2 


q 3 

cos sin p/2 


_ q 4 _ 


% 


The quaternion describing the complete rotation of a system 
n to system m becomes: 


(F.13) 


Sn/n = 


‘1 


* q 2 q 3 q 4 


q 2 q l 
^ -q.i 


q 4 " q 3 


q 3 ~ q 2 q l 


( F. 14 ) 


Formulae exist for changing a direction cosine matrix into a quaternion 
transformation matrix, and vice versa. Figure F.4 depicts a quaternion 
rotation. More detailed explanations and examples can be found in 
References 17 and 21. 












y.t. 
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